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permit of rapid flow of the acid from the bulb into the flask. The total distance from the base of the bulb to the outlet in the stem is 145 mm. The second hole in the stopper admits a small tube that dips just below the level of the fluid in flask. After the iron is completely dissolved, hydrogen is forced through this inlet for from three to five minutes to drive out any hydrogen sulphide that may remain in the interior of the flask. The third hole adn^its the delivery tube which carries the evolved gases to the bottom of the absorbing solution of ammoniacal cadmium chloride. This solution is contained in a thick wall, thick bottom, test tube about 10 inches by i inch. Fifty c.c. of the solution are used for each analysis.
The flask is clamped in a rack supporting four flasks to the stand.* Each stand is supplied with four burners. The top of the stand on which the bottoms of the flasks rest is an asbestos copper-rimmed board with a circular hole of 42 mm. diameter cut in it immediately over each burner. The bottom of the flask rests in this hole. Ranged alongside of this rack is a wooden one holding the four absorption tubes. As many such sets of four are in operation at one time as the chemist can manage.*
When the solutions no longer evolve gas to any extent without the aid of heat, the flames are raised slightly so as to maintain a very slight boiling action. When heat no longer produces gas bubbles in the absorption tubes, the hydrogen is turned in and a rather rapid passage of this gas is continued for from three to five minutes. The cocks on all of the bulb funnels are then opened. The hydrogen is shut off at each flask.
The cadmium solution containing the precipitate of sulphide is poured on a rapid running No. 597, n cm. S. & S. filter. The absorption tube is rinsed with water and the washings are poured on the filter. The latter is washed three or four times with water. The delivery tube, if much precipitate adheres to it, is cleansed by rubbing it with a little filter paper. This small piece of paper is then dropped in on the main portion of the cadmium sulphide to which it belongs. The delivery tube * See Fig. 2, page 104.